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Foreword 


The text of ISO 10360-5:2010 has been prepared by Technical Committee ISO/TC 213 "Dimensional and 
geometrical product specifications and verification" of the International Organization for Standardization (ISO) 
and has been taken over as EN ISO 10360-5:2010 by Technical Committee CEN/TC 290 “Dimensional and 
geometrical product specification and verification" the secretariat of which is held by AFNOR. 


This European Standard shall be given the status of a national standard, either by publication of an identical 
text or by endorsement, at the latest by March 2011, and conflicting national standards shall be withdrawn at 
the latest by March 2011. 


Attention is drawn to the possibility that some of the elements of this document may be the subject of patent 
rights. CEN [and/or CENELEC] shall not be held responsible for identifying any or all such patent rights. 


This document supersedes EN ISO 10360-5:2000. 


According to the CEN/CENELEC Internal Regulations, the national standards organizations of the following 
countries are bound to implement this European Standard: Austria, Belgium, Bulgaria, Croatia, Cyprus, Czech 
Republic, Denmark, Estonia, Finland, France, Germany, Greece, Hungary, Iceland, Ireland, Italy, Latvia, 
Lithuania, Luxembourg, Malta, Netherlands, Norway, Poland, Portugal, Romania, Slovakia, Slovenia, Spain, 
Sweden, Switzerland and the United Kingdom. 
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The text of ISO 10360-5:2010 has been approved by CEN as a EN ISO 10360-5:2010 without any 
modification. 
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Foreword 


ISO (the International Organization for Standardization) is a worldwide federation of national standards bodies 
(ISO member bodies). The work of preparing International Standards is normally carried out through ISO 
technical committees. Each member body interested in a subject for which a technical committee has been 
established has the right to be represented on that committee. International organizations, governmental and 
non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely with the 
International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization. 
International Standards are drafted in accordance with the rules given in the ISO/IEC Directives, Part 2. 

The main task of technical committees is to prepare International Standards. Draft International Standards 
adopted by the technical committees are circulated to the member bodies for voting. Publication as an 
International Standard requires approval by at least 75 96 of the member bodies casting a vote. 


Attention is drawn to the possibility that some of the elements of this document may be the subject of patent 
rights. ISO shall not be held responsible for identifying any or all such patent rights. 


ISO 10360-5 was prepared by Technical Committee ISO/TC 213, Dimensional and geometrical product 
specifications and verification. 


This second edition cancels and replaces the first edition (ISO 10360-5:2000), which has been technically 
revised, and ISO/PAS 12868:2009. 


ISO 10360 consists of the following parts, under the general title Geometrical Product Specifications (GPS) — 
Acceptance and reverification tests for coordinate measuring machines (CMM): 


— Part 1: Vocabulary 

— Part 2: CMMs used for measuring linear dimensions 

— Part 3: CMMs with the axis of a rotary table as the fourth axis 

— Part 4: CMMs used in scanning measuring mode 

— Part 5: CMMs using single and multiple stylus contacting probing systems 
— Part 6: Estimation of errors in computing Gaussian associated features 
— Part 7: CMMs equipped with video probing systems 

— Part 9: CMMs with multiple probing systems 

The following parts are under preparation: 

— Part 8: CMMs with optical distance sensors 


— Part 10: Laser trackers for measuring point-to-point distances 
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Introduction 


This part of ISO 10360 is a geometrical product specification (GPS) standard and is to be regarded as a 
general GPS standard (see ISO/TR 14638). It influences chain link 5 of the chains of standards of size, 
distance, radius, angle, form, orientation, location, run-out and datums. 


For more detailed information on the relation of this part of ISO 10360 to other standards and the GPS matrix 
model, see Annex E. 


The acceptance and reverification tests described in this part of ISO 10360 are applicable to coordinate 
measuring machines (CMMs) that use contacting probes, with or without multiple styli or multiple articulated- 
probe positions, when measuring a workpiece. 


Experience has shown that the multi-stylus errors calculated using this part of ISO 10360 are significant and, 
at times, the dominant errors in the CMM. Owing to the virtually infinite variety of modern CMM probing 
system configurations, the tests specified by this part of ISO 10360 have been limited to providing a testing 
format only. The tests are intended to provide information on the ability of a CMM to measure a feature or 
features, using a contacting probe and, when relevant, using multiple styli, multiple probes or multiple 
articulated-probe positions. 


The situations to which they are applicable include 

— single-stylus probing systems, 

— multiple styli connected to the CMM probe (e.g. a star), 

— installations using an articulating probing system (motorized or manual) that can be prequalified, 
— installations using a repeatable probe-changing system, 

— installations using a repeatable stylus-changing system, and 

— multi-probe installations. 


It is believed that the procedures given in this part of ISO 10360 will be helpful in identifying CMM system 
uncertainty components for specific measurement tasks, and that the user will be able to reduce errors by 
removing contributing elements such as long probe extensions and styli, then retesting the new configuration 
set. 


The tests in this part of ISO 10360 are sensitive to many errors attributable to both the CMM and the probing 
System, and are to be performed in addition to the length-measuring tests given in ISO 10360-2. 


The primary objective is to determine the practical performance of the complete CMM and probing system. 
Therefore, the tests are designed to reveal measuring errors which are likely to occur when such a combined 
System is used on real workpieces, e.g. errors generated by the interaction between large probe-tip-offset 
lengths and uncorrected CMM rotation errors. The errors found here differ from those found in the E, tests in 
ISO 10360-2:2009, 6.5, because with multiple styli the net CMM travel may be very different from the 
measured length. See Annex C for more information. 
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Geometrical product specifications (GPS) — Acceptance and 
reverification tests for coordinate measuring machines 
(CMM) — 


Part 5: 
CMMs using single and multiple stylus contacting probing 
systems 


1 Scope 


This part of ISO 10360 specifies acceptance and periodic reverification tests of CMM performance with 
contacting probing systems and is only applicable to CMMs using 


— any type of contacting probing system, 
— A discrete point probing mode, and 
— spherical or hemispherical stylus tip(s). 


It complements ISO 10360-7, which is the module for CMMs with video probing systems, and ISO 10360-2, 
which is universal, i.e. not probe-type specific. 


NOTE It is the CMM probing performance tests which are specified by the maximum permissible errors (MPEs), due 
to the impracticality of isolating the performance of the probing system from that of the CMM, even on a small artefact 
such as a test sphere. 


This part of ISO 10360 applies to CMMs supplied with any of the following: 

a) single-stylus probing system; 

b) multi-stylus probing systems with fixed multiple styli attached to a single probe (e.g. "star" stylus); 
c) multiple probing systems such as those with a stylus for each of their probes; 

d) systems with articulating probing; 

e) stylus and probe changing systems; 

f) manual (non-driven) CMMs. 


This part of ISO 10360 is not applicable to non-contacting probing systems, which require different testing 
procedures. 


The terms “multi-stylus size error", etc., should strictly be written “combined CMM and multi-stylus probing- 
system size error", etc. For convenience, the wording has been truncated. 


If it is desired to isolate the probing-system performance as far as is practical, the influence of the CMM can 
be minimized. See Annex C for more information. 
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2 Normative references 


The following referenced documents are indispensable for the application of this document. For dated 
references, only the edition cited applies. For undated references, the latest edition of the referenced 
document (including any amendments) applies. 


ISO 10360-1:2000, Geometrical Product Specifications (GPS) — Acceptance and reverification tests for 
coordinate measuring machines (CMM) — Part 1: Vocabulary 


ISO 10360-2:2009, Geometrical Product Specifications (GPS) — Acceptance and reverification tests for 
coordinate measuring machines (CMM) — Part 2: CMMs used for measuring linear dimensions 


ISO 14253-1, Geometrical Product Specifications (GPS) — Inspection by measurement of workpieces and 
measuring equipment — Part 1: Decision rules for proving conformance or non-conformance with 
specifications 


ISO/IEC Guide 99, /nternational vocabulary of metrology — Basic and general concepts and associated terms 
(VIM) 


3 Terms and definitions 


For the purposes of this document, the terms and definitions given in ISO 10360-1, ISO 14253-1, 
ISO/IEC Guide 99 and the following apply. 


NOTE This clause contains eight definitions (3.6 to 3.13) which supersede fourteen similar definitions in Clause 9 of 
ISO 10360-1:2000. Some of these revised definitions are required to avoid ambiguities which would otherwise have been 
introduced with this edition of ISO 10360-5. Others effectively supersede identical definitions in ISO 10360-1, because the 
symbols used have been revised and expanded for clarification. The superseded definitions are 9.3, 9.4 and 9.15 to 9.26. 


3.1 

inferred probing-system qualification 

probing-system qualification method where the parameters for each probing system attached to an articulation 
System are inferred by interpolation, extrapolation, or other relevant model, for significantly different angular 
position(s) from parameters acquired by empirical probing-system qualification (3.3) at a few angular 
positions 


3.2 

angular positioning device qualification 

establishment of the parameters of the angular positioning device in an articulating probing system necessary 
for subsequent inferred probing-system qualification (3.1) 


3.3 

empirical probing-system qualification 

probing-system qualification method where the parameters for each probing system attached to an articulation 
System must be acquired by measurement of the reference sphere at each angular position used 


3.4 
effective stylus tip diameter 
diameter used for the tip correction vector, for compensating measured feature size, etc. 


NOTE 1 For the position of the tip correction vector, see ISO 10360-1:2000, Figure 4. 
NOTE2 The effective stylus tip diameter may be a parameter established by a probing-system qualification. 


3.5 

probing-system pre-qualification 

probing-system qualification which is separated from subsequent measurement by probe or stylus change(s), 
and/or articulating probing-system re-orientation(s) 
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3.6 

multi-stylus form (measurement) error 

Per; 

error of indication within which the range of Gaussian radial distances can be determined by a least-squares 
fit of points measured on a test sphere, the measurements being taken with five different styli on the one test 
sphere located anywhere in the measuring volume by a CMM using the discrete-point probing mode 


See ISO 10360-1:2000, Figure 15. 


NOTE 1 The character P in Peg indicates that the error is associated with the probing-system performance, and the 
subscript F indicates that it is a form error. The subscript T indicates that the probing system conforms to Clause 1 of this 
part of ISO 10360 (i.e. tactile), thus enabling any alternative probing system to be clearly identified by the use of a different 
character at * in Pes 


NOTE2 There are four multi-stylus form errors based on different probing systems and methods of operation. These 
are designated as follows: 


j= E, an articulating probing system using empirical qualification; 
j=l, an articulating probing system using inferred qualification; 
j =M, a fixed multi-stylus probing system; 
j =N, a fixed multi-probe system. 
NOTE 3 _ All the symbols used in this part of ISO 10360 are listed in Annex A. 


3.7 

multi-stylus size error 

Psy 
error of indication within which the diameter of a test sphere can be determined by a least-squares fit of points, 
the measurements being taken with five different styli on the one test sphere located anywhere in the 
measuring volume by a CMM using the discrete-point probing mode 


NOTE 1 The subscript S in Psy; indicates that it is a size error. 


NOTE2 All the symbols used in this part of ISO 10360 are listed in Annex A. 


3.8 

multi-stylus location value 

Piy 

maximum of the ranges of the X, Y and Z coordinates within which the location of a test sphere can be 
determined by a least-squares fit of points, the measurements being taken with five different styli on the one 
test sphere located anywhere in the measuring volume by a CMM using the discrete-point probing mode 


NOTE 1 The subscript L in P, y indicates that it is a location value. 


NOTE2  Allthe symbols used in this part of ISO 10360 are listed in Annex A. 
NOTE 3 All values are absolute. 


3.9 
single-stylus form error 


PrrU 

error of indication within which the range of radii can be determined by a least-squares fit of points measured 
on a test sphere, the measurements being performed by a CMM with a single stylus, using the discrete-point 
probing mode, with points taken on the test sphere located anywhere in the measuring volume 


See ISO 10360-1:2000, Figure 15. 
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NOTE 1 The character P in Pez indicates that the error is related primarily to the probing-system performance. The 
subscript U indicates use of a single (unique) stylus. 


NOTE2 See 3.6 for information on F and T. 
NOTE 3 All such characters used in this part of ISO 10360 are listed in Annex A. 


NOTE4  Pgyis identical to P in ISO 10360-2:2001. 


3.10 
single-stylus size error 


Pstu 

error of indication of the difference between the diameter of a least-squares fit of points measured on a test 
sphere and its calibrated diameter, the measurements being performed by a CMM with a single stylus, using 
the discrete-point probing mode, with points taken on the test sphere located anywhere in the measuring 
volume 


NOTE 1 The character P in Ps: indicates that the error is related primarily to the probing-system performance. The 
subscript U indicates use of a single (unique) stylus. The subscript S in Par; indicates that it is a size error. 


NOTE 2 All such characters used in this part of ISO 10360 are listed in Annex A. 


3.11 

maximum permissible multi-stylus form error 

Perj, MPE 

extreme value of the multi-stylus form error (3.6), Pet permitted by specifications, regulations, etc. for a 
CMM 

NOTE 1 The maximum permissible value of the multi-stylus form error, Pry mpe: Can be expressed in one of three 
forms: 

a) Pet, mpe = minimum of (4 + Lp/K) and B; or 

b) Pet, mpe = (4 + Lp/K); or 

c) Pet, mpe = B 

where 


A isa positive constant, expressed in micrometres and supplied by the manufacturer; 
K isadimensionless positive constant supplied by the manufacturer; 


Lp is the distance in 3D between the centres of the reference sphere and the test sphere, in millimetres; 
B is the maximum permissible error Per; mpe» in micrometres, as stated by the manufacturer. 


These forms are shown in Figures D.1, D.2 and D.3. 


NOTE2 A maximum permissible error (MPE) as opposed to a maximum permissible limit (MPL) specification is used 
when the test measurements determine errors; hence, testing an MPE specification requires the use of calibrated artefacts. 


NOTE 3 Pry, mpe Can be specified by probe-tip-offset length or by the stylus system description. 


3.12 

maximum permissible multi-stylus size error 

Pstj, MPE 

extreme value of the multi-stylus size error (3.7), Pst; permitted by specifications, regulations, etc. for a 
CMM 


A 3 
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NOTE1 The maximum permissible value of the multi-stylus size error, Psy; mpe» can be expressed in one of three 


forms: 

a) Psy, mpe = minimum of (4 + Lp/K) and B; or 
b) Pst, mpe = (4 + Lp/K); or 

c) Psrj, me = 8 

where 


A isa positive constant, expressed in micrometres and supplied by the manufacturer; 
K is adimensionless positive constant supplied by the manufacturer; 


Lp isthe distance in 3D between the centres of the reference sphere and the test sphere, in millimetres; 
Bis the maximum permissible error Ps; mpe: in micrometres, as stated by the manufacturer. 


These forms are shown in Figures D.1, D.2 and D.3. 


NOTE2 A maximum permissible error (MPE) as opposed to a maximum permissible limit (MPL) specification is used 
when the test measurements determine errors; hence, testing an MPE specification requires the use of calibrated artefacts. 


NOTE 3 Parj, mpe Can be specified by probe-tip-offset length or by the stylus system description. 


3.13 

maximum permissible limit of the multi-stylus location value 

PLTj, MPL 

extreme value of the multi-stylus location value (3.8), PLT; permitted by specifications, regulations, etc. for 
a CMM 

NOTE 1 The maximum permissible limit of the multi-stylus location value, Pit, mp: can be expressed in one of three 
forms: 

a) Pis; up, = minimum of (4 + Lp/K) and B; or 

b) Pury, mp = (4 + Lp/K); or 

c) Pury, mpL = 8 

where 


A isa positive constant, expressed in micrometres and supplied by the manufacturer; 
K isadimensionless positive constant supplied by the manufacturer; 


Lp isthe distance in 3D between the centres of the reference sphere and the test sphere, in millimetres; 
Bis the maximum permissible limit Pj 7; yp, in micrometres, as stated by the manufacturer. 


These forms are shown in Figures D.1, D.2 and D.3. 


NOTE2  Amaximum permissible limit (MPL) as opposed to a maximum permissible error (MPE) specification is used 
when the test measurements are not errors; hence, testing an MPL specification does not require the use of artefacts with 
a relevant calibration. 


NOTE 3 T Mp. Can be specified by the probe-tip-offset length or by the stylus system description. 


A 
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3.14 
maximum permissible single-stylus form error 


PETU, MPE 
extreme value of the single-stylus form error (3.9), Petu, permitted by specifications, regulations, etc. for a 
CMM 


See ISO 10360-1:2000, Figure 15. 
NOTE 1 = Pety, mpe Can be specified by probe-tip-offset length or by the stylus system description. 


NOTE2 Pp mpe is identical to MPE, in ISO 10360-2:2001. 


4 Symbols 


For the purpose of this document, the symbols of Table 1 apply. 


Table 1 — Symbols 
Sm [Manin oO 


A Positive constant, expressed in micrometres and supplied by the manufacturer, used to express a maximum 
permissible limit or error 

Dimensionless positive constant supplied by the manufacturer, used to express a maximum permissible limit 
or error 


Distance in 3D between the centres of the reference sphere and the test sphere, in millimetres 


Maximum permissible error (e.g. Prr; mpe) or limit (e.g. Pi; mpi), in micrometres, as stated by the 
manufacturer 


c ` 
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Table 1 (continued) 


Csm Mem] 


PsrE 


Pst 
Multi-stylus size error, Pst; 


PSTN 


Multi-stylus location value, Put 


Single-stylus form error 


c 


| fa la la |a 4 
z z s m = 


Single-stylus size error 


"o 
2 
ed 


Maximum permissible multi-stylus form error, Per; MPE 


Maximum permissible multi-stylus size error, Psy; MPE 


PSTN, MPE 
PULTE, MPL 
PUT, MPL : t : ' 
Maximum permissible limit of the multi-stylus location value, P, y; MPL 
PLTM, MPL 


PLTN, MPL 


Maximum permissible single-stylus form error 


5 Requirements for metrological characteristics 


PETU, MPE 


5.1 Single-stylus probing error 


The single-stylus form error, Pez, shall not exceed the maximum permissible single-stylus form error, : 
Petu, mpe: 88 Stated by 


— the manufacturer, in the case of acceptance tests, or 
— the user, in the case of reverification tests. 


The single-stylus form error, Pery, and the maximum permissible single-stylus form error, Petu. mpe, are 
expressed in micrometres. 


NOTE 1 The single-stylus probing error also applies to CMMs used with fixed multiple probes, fixed multiple styli and 
articulating probing systems (see 6.2.1). 


NOTE2 The influences that contribute to the single-stylus form error, Pe, are also normally manifested in the values 
found for Ey and £, in ISO 10360-2. 
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5.2 Single-stylus probing configuration 


The limits of the probing-system configuration (stylus, stylus extensions, stylus orientation, weight of stylus 
system, etc.) to which the stated value of Petu, mpe applies shall be stated by 


— the manufacturer, in the case of acceptance tests, or 
— the user, in the case of reverification tests. 


In both cases, the user is free to choose the way in which the components of the probing system are 
configured within the specified limits, and the requirements of 6.2, as relevant. 


Use of a stylus relevant to a typical workpiece measuring task is recommended. 


NOTE 1 An articulating probing system used at a single angular position, with a single stylus, is deemed to be a single- 
stylus probing system. 


NOTE2 The limits of the probing-system configuration in this subclause may differ from those in 5.4. 


5.3 Multi-stylus probing errors and values 


On fixed multi-stylus probing systems, the multi-stylus form and size errors, Pet, Psty, and the value PTM 
shall not exceed the corresponding maximum permissible errors, Per wpe Pstm mpe and maximum 
permissible limit Pj rw MPL- 


On fixed multi-probe systems, the multi-stylus form and size errors, Pety, Psry, and the value P, ry shall not 
exceed the corresponding maximum permissible errors, PETN, mpe» Pstn, mpe» and maximum permissible limit 


PLTN, MPL: 


On articulating probing systems using inferred probing-system qualification, the multi-stylus form and size 
errors, Pet, Pst, and the value P}; shall not exceed the corresponding maximum permissible errors, 
Per, MPE: sti, mpe: and maximum permissible limit Pj 1, MPL- 


On articulating probing systems using empirical probing-system qualification, the multi-stylus form and size 
errors, Pete, Poste, and the value P, 4g, shall not exceed the corresponding maximum permissible errors, 
Pete, mpe: Pere, mpe» and maximum permissible limit Pj rg MPL- 


ds. oe permissible errors, Pet, mpe and Pst; wpe, and maximum permissible limit, Pj; yp, are 
stated by 


— the manufacturer, in the case of acceptance tests, or 
— the user, in the case of reverification tests. 


The errors and values, and their corresponding maximum permissible errors and limits, are expressed in 
micrometres. 


NOTE Multi-stylus probing performance is broadly categorized into form-related (Pez) and size-related (Par) errors, 
and location-related (Plr) values. Different combinations of these will be important for the uncertainty of the different 
measurement tasks. For example, the form and size results may contain information on the ability of the CMM system to 
use multiple stylus tip diameters in the measurement of a single geometrical feature. See also Annex C. 


For articulating systems, data for only one method, either inferred or empirical, are required. 
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5.4 Multi-stylus probing configurations 


The limits of the probing-system configuration (stylus, stylus extensions, probe extensions, weight of stylus 
System, etc.) to which the stated values of MPE and MPL apply shall be stated by 


— the manufacturer, in the case of acceptance tests, or 
— the user, in the case of reverification tests. 


In both cases, the user is free to choose the way in which the components of the probing system are 
configured within the specified limits and the requirements of 6.3 or 6.4, as relevant. 


A manufacturer may exclude the use of stylus tips of different nominal diameters in the measurement of a 
single geometric feature, by declaring this restriction in the manufacturer's list of approved styli (see 5.5). 


NOTE 1 The limits of the probing-system configuration in this subclause may differ from those in 5.2. 


NOTE2 An articulating probing system used at multiple angular positions, even when used with a single stylus, is 
deemed to be a multi-stylus probing system. 


5.5 Styli 


The styli used in the tests specified in Clause 6 shall be those approved by the CMM manufacturer for use 
with the CMM, i.e. made of the same material, of the same stylus-shaft diameter and nominal length, and 
having the same stylus-tip quality. However, it is recognized that the exact stylus lengths used for test 
procedures might not be available, and therefore, a stylus-length variation of 6 mm or 10 % of the nominal 
length, whichever is the greater, may be used. 


5.6 Environmental conditions 


Limits for permissible environmental conditions such as temperature conditions, air humidity and vibration at 
the site of installation that influence the measurements shall be specified by 


— the manufacturer, in the case of acceptance tests, or 
— the user, in the case of reverification tests. 


In both cases, the user is free to choose the environmental conditions under which the testing in this part of 
ISO 10360-5 will be performed within the manufacturer's specified limits given in the CMM data sheet. 


The user is responsible for providing the environment enclosing the CMM as specified by the manufacturer in 
the data sheet. If the environment does not meet the specifications, then none of the maximum permissible 
errors or limits in this part of ISO 10360 can be required to be verified. 


5.7 Operating conditions 


For the tests specified in Clause 6, the CMM shall be operated using the procedures given in the 
manufacturer's operating manual. Specific areas of the manufacturer's manual to be adhered to include 


a) machine start up/warm up cycles, 

b) stylus system configuration and assembly, 

C) cleaning procedures for the stylus tip, test sphere and reference sphere, 
d) probing-system qualification, 


e) when specified by the manufacturer, the location of the reference sphere as stated in the operating 
manual. 
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All stylus tips, the reference sphere and the test sphere shall be cleaned before the probing-system 
qualification to eliminate residual film which might affect the measuring or test results. 


IMPORTANT — Ensuring that approximate thermal equilibrium of the probing system is achieved 
during the probing-system qualification and testing procedure is critical. 


6 Acceptance tests and reverification tests 


6.1 General 
In the following subclauses 
— acceptance tests are executed according to the manufacturer's specifications and procedures, and 


— reverification tests are executed according to the user's specifications and the manufacturer's procedures. 
6.2 Single-stylus probing configuration 


6.2.1 Application 


Subclause 6.2 applies to the single-stylus probing configuration and CMMs used with fixed multiple probes, 
fixed multiple styli and articulating probing systems. One of the multiple probes, or one of the multiple styli, or 
one of the articulating orientations, may be used for this test. See 6.2.4.1 for their orientation. 


6.2.2 Principle 


The principle of this test procedure is to measure a test sphere using 25 points probed with a single stylus and 
to attribute the observed form error to the probing system. A least-squares (i.e. Gaussian) sphere fit of the 
25 points is examined for the form errors of indication. This analysis yields the single-stylus form error Pe. 


The results of these tests may be highly dependent on the stylus length. Therefore, a series of stylus lengths 
is considered (see Figure 1); only those lengths the CMM manufacturer specifies as applicable to the probing 
System (see 5.2) shall be eligible for test. 


Single-stylus length MPE(PFTU) 
ly um 


mm | 


ENCCINEN NN 
[ 9m | 


Figure 1 — Sample single-stylus configuration specification sheet 


6.2.3 Measuring equipment 


The material standard of size, i.e. the test sphere, shall have a diameter not less than 10 mm and not greater 
than 50 mm. The test sphere shall be calibrated for form. Performing the test described in Annex B (as well as 
in multi-probe and multi-stylus tests — see 6.3.3) requires that the size of the test sphere also be calibrated. 


It is recommended that the form error of the test sphere does not exceed 20 % of Petm, mpe» OF Pery, mpe» 8S 
relevant. 
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The reference sphere supplied with the CMM for probing-system qualification purposes shall not be used for 
this test. 


6.2.1 Procedure 

6.2.4.1 The stylus length shall be chosen by the user from the following values: 20 mm, 30 mm, 50 mm 
and 100 mm (see Figure 1). Only one of the lengths specified by the CMM manufacturer as applicable to the 
stylus system shall be chosen by the user and tested. The stylus components shall be those approved for use 
with the CMM probing system (see 5.2), unless otherwise specified. See 5.5 for permitted tolerances on the 
stylus length. 

The stylus orientation shall be parallel to the ram axis, unless otherwise specified. 

Any change of orientation of the stylus may significantly affect the test result. 


On dual ram CMMs, two separate tests should be run, one with each ram, both in simplex operating mode 
(see ISO 10360-2:2009). i 


6.2.4.2 Set up and qualify the probing system in accordance with the manufacturer's normal procedures 
(see 5.2, 5.5 and 5.7). 


6.2.4.3 One location of the test sphere shall be chosen by the user anywhere in the measuring volume. 
To avoid interference between the probing system and the reference sphere, the reference sphere may be 
removed from the table during the test. 

The test sphere should be mounted rigidly to minimize errors due to bending. 

6.2.4.4 Measure and record 25 points. The points shall be approximately evenly distributed over at least 
a hemisphere of the test sphere. Their position shall be at the discretion of the user and, if not specified, the 
following probing pattern is recommended (see Figure 2): 

— one point on the pole (defined by the direction of the stylus shaft) of the test sphere; 

— four points (equally spaced) 22,5? below the pole; 

— eight points (equally spaced) 45° below the pole and rotated 22,5? relative to the previous group; 


— four points (equally spaced) 67,5? below the pole and rotated 22,5? relative to the previous group; 


— eight points (equally spaced) 90° below the pole (i.e. on the equator) and rotated 22,5? relative to the 
previous group. 
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Key 
1 pole 


Figure 2 — Target contact points 


6.2.5 Derivation of test results 

6.2.5.1 Using all 25 measurements, compute the Gaussian (i.e. least-squares) associated sphere. 

6.2.5.2 For each of the 25 measurements, calculate the Gaussian radial distance, R. Record the range of 
Gaussian radial distances of the 25 points with respect to the least-squares sphere centre, i.e. Ra — Rmin: 


the apparent sphere form. The absolute value of this difference is the single-stylus form error, Per. 


NOTE See also Annex B when running this test prior to the tests in ISO 10360-2. 
6.3 Fixed multi-probe and multi-stylus probing systems 


6.3.1 Principle 


The principle of this test procedure is to measure the form, size and location of a test sphere using five 
different fixed styli. 
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Each stylus probes 25 points on the test sphere, for a total of 125 points for all five styli. 


If a stylus or probe changing system is supplied with the CMM, five changes shall be performed, one before 
each stylus is used. For each group of 25 points taken with a single stylus, associate a least-squares sphere 
fit, for a total of five sphere fits. 


The ranges of the centre coordinates (X, Y and Z) of all five spheres are calculated. The largest of these three 
ranges yields the multi-stylus location value (P, 1, or P, ry). In addition, a least-squares sphere fit using all 
125 points is examined for the form and size errors of indication. This analysis yields the multi-stylus size error 
(PsrM OF Pstn) and multi-stylus form error (Per or PET). 


When a multi-stylus system is used, the results of these tests may be highly dependent on the stylus system. 
Therefore, a series of stylus lengths is considered (see Figures 3 and 5); only those lengths that the CMM 
manufacturer specifies as applicable to the stylus system shall be eligible for test. 


When a multi-probe system is used, the results of these tests are highly dependent on the offset lengths to the 
stylus tips. A series of tip offset lengths is considered (see Figure 4), all measured from a single point on the 
ram axis defined by the CMM manufacturer. Only those offset lengths that the CMM manufacturer specifies as 
applicable to the probing system shall be eligible for test. 


Fixed multi-stylus-system stylus length MPE(PFTM) MPE(PSTM) MPE(PLTM) 
l um um um 


COo om O o S 
[mm | | 1L 


[emm [EL 
[wmm | | E 
[emm | [LL 
[emm] ECL 


Figure 3 — Sample fixed multi-stylus probing-system specification sheet 


Fixed multi-probe-tip-offset length MPE(PFTN) MPE(PSTN) MPE(PLTN) 
lg um um um 


wm [SL SL 


Figure 4 — Sample fixed multi-probe system specification sheet 


Only those stylus or probe-tip-offset lengths applicable to the CMM under consideration should be assigned 
MPE and MPL values in Figures 3 and 4; non-applicable entries may remain blank. 


6.3.2 Measuring equipment 


The material standard of size, i.e. the test sphere, shall have a diameter not less than 10 mm and not greater 
than 50 mm. The test sphere shall be calibrated for size and form. 


It is recommended that the form error of the test sphere does not exceed 20 % of Perm, mpe» OF Petn, mpe aS 
relevant. 


Md ME Pow ; 
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The reference sphere supplied with the CMM for probing-system-qualification purposes shall not be used for 
this test. 


6.3.3 Procedure 


6.3.3.1 When a multi-stylus system is used, construct a "star" stylus system composed of one stylus 
parallel to the axis of the probe and four styli in a plane perpendicular to the axis, each oriented 90° with 
respect to those adjacent to it. The distance from the probe to the styli connection point shall be the minimum 
distance possible (consistent with the manufacturers recommendations) using the stylus components 
normally supplied with the CMM (see Figure 5). The applicable values of stylus length, /, shall be equal and 
specified by the CMM manufacturer, and shall be chosen from the following values: 10 mm, 20 mm, 30 mm, 
50 mm, 100 mm, 200 mm and 400 mm (see Figure 3). Only one of the lengths specified by the CMM 
manufacturer as applicable to the stylus system shall be chosen by the user and tested. The stylus 
components shall be those approved for use with the CMM probing system, unless otherwise specified. See 
5.5 for permitted tolerances on stylus length. 


On dual ram CMMs, three of the stylus tips shall be mounted on one ram, and two of the stylus tips on the 
other ram, all in duplex operating mode (see ISO 10360-2:2009). 


Key 
1 ram 
2 probe 


1 fixed multi-stylus probing-system length 


NOTE For clarity, only four of the five styli and only three shafts are visible. 
Figure 5 — Fixed multi-stylus probing system of stylus length / 


6.3.3.2 When a multi-probe system is used, attach a short (unless otherwise specified, 20 mm), straight 
stylus to each of five probes. Assemble them with suitable probe extension components to form a "star" probe 
system composed of one probe parallel to the axis of the ram and four probes in a plane perpendicular to the 
axis, each oriented 90° with respect to those adjacent to it. The distances from each of the five stylus tips to a 
single reference point on the ram axis, the probe-tip-offset lengths, shall all be approximately equal. The 
applicable values of probe-tip-offset length, lọ, shall be specified by the CMM manufacturer, and shall be 
chosen from the following values: 50 mm, 100 mm, 200 mm and 400 mm (see Figure 4). Only one of the 
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offset lengths specified by the CMM manufacturer as applicable to the probing system shall be chosen by the 
user and tested. The probing and stylus components shall be those approved for use with the CMM probing 
system, unless otherwise specified. However, it is recognized that the exact offset lengths required for the test 
procedure may not be available, and therefore, a change to the nominal value of the offset length of 6 mm or 
10 96 of the nominal length, whichever is the greater, may be used. 


On dual ram CMMs, three of the probes shall be mounted on one ram, and two of the probes on the other ram, 
all in duplex operating mode (see ISO 10360-2:2009). 


6.3.3.3 The five stylus tips shall not be restricted to a single nominal diameter unless such a restriction is 
explicit in the CMM manufacturer's specification (see 5.4). 


6.3.3.4 Qualify the probing system in accordance with the CMM manufacturer's normal operating 
procedures. 
6.3.3.5 One location of the test sphere shall be chosen by the user anywhere in the measuring volume. 


To avoid interference between the probing system and the reference sphere, the reference sphere may be 
removed from the table during the test. 


The test sphere should be mounted rigidly to minimize errors due to bending. 
NOTE The location of the test sphere can significantly affect the results. See Annex C for further information. 


: 6.3.3.6 Measure the test sphere using 25 points with each stylus, for a total of 125 points. The points 
: shall be approximately evenly distributed over at least a hemisphere of the test sphere. Their position shall be 
: at the discretion of the user. The recommended point-sampling strategy is the same as for the single-stylus 
: test (6.2). 


` When the support stalk for the test sphere is located on the vertical centre line and a horizontal stylus is used, 
then access should be optimized by orienting the probing pattern so that each of the eight points on the 
equator is at 22,5? to a CMM axis, and the four points in the adjacent plane are at 45° to the Z axis. This is 
illustrated in Figure 2, if the lower view is considered to be an elevation. 


However, if the test sphere is small relative to its support stalk diameter and/or the stylus tip diameter, so that 
the eight points on the equator cannot be equispaced at 45° over an arc of 315°, then it is recommended that 
the eight points are equispaced over the available arc. 


If a stylus or probe changing system is supplied with the CMM, all five styli shall be qualified, and the styli or 
probes returned to the rack, before running this test. Five changes shall be performed during the test, each 
stylus or probe being changed once. However, if fewer than five styli or probe stations are available in the 
changing system, the maximum number shall be used, with some styli or probes changed more than once to 
achieve a total of five changes. In the case of a "star" stylus or "star" probe system, the star system shall be 
returned to the rack and picked up again. 


NOTE If the probing-system assembly is identical to that chosen for the single-stylus probing test (see 6.2), there is 
no need to make the same measurements twice with the one stylus. 


6.3.4 Data analysis 


6.3.4.1 Associate a least-squares sphere fit for each group of 25 points taken with a single stylus, for a 
total of five sphere fits. Calculate the range of the centre coordinates (X, Y and Z) of all five spheres. The 
largest of these three ranges yields the probing-system location value, P, 1,4 or P, ty, as relevant. 


6.3.4.2 Associate a least-squares sphere fit for all 125 points taken with all five styli. Record the absolute 
value of the deviation of the sphere fit diameter from the calibrated value of the material standard of size to 
give the multi-stylus size error, Per, OF Pst, as relevant. Similarly, record the range of radii of the 125 points 
with respect to the least-squares sphere centre, i.e. R4, — Rmin: the apparent sphere form. The absolute 
value of this difference is the multi-stylus form error, Per or PET, as relevant. 
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NOTE According to 6.3.3.3, the five tips are permitted (unless explicitly specified otherwise) to have significantly 
different nominal diameters, and even when they have the same nominal diameters, generally no two tips will have 
identical effective diameters. If the CMM software does not correctly handle multiple tip diameters when measuring a 
single feature, then these five different effective tip diameters may cause increased error values Per and Pez, OF Poty 
and Pern; as relevant. 


6.4 Articulating probing systems 


6.4.1 Principle 


The principle of these tests is to measure the form, size and location of a test sphere using five different 
angular positions of an articulating probing system (see Figure 6). At each angular position, 25 points are 
measured on the test sphere, for a total of 125 points using all five positions. 


1 ram 
2 articulating probe holder 
3 probe extension 

4 probe 

5 stylus 

lą probe-tip-offset length 


Figure 6 — Articulating probing system in the vertical position 


If a stylus- or probe-changing system is supplied with the CMM, perform five changes, one before each of the 
angular positions used. Associate a least-squares sphere fit with each group of 25 points taken at each 
angular position, for a total of five sphere fits. 


CMMs with articulating probing systems may use either empirical or inferred qualification data for 
measurement. Therefore, to prevent ambiguity, the maximum permissible errors and limits for a CMM using 
empirical qualification are labelled Pete wpe: Pste, mpe aNd P rg, yp; While the maximum permissible errors 
and limits for a CMM using inferred qualification are labelled Per, wp, Peri, mpe 8nd P, rj, yp, Similarly, the 
errors and values obtained when using empirical qualification are labelled Perg, Perg and P, rg, while the 
errors and values obtained when using inferred qualification are labelled Per, Psy; and Py}. 
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The ranges of the centre coordinates (X, Y and Z) of all five spheres are calculated. The largest of these three 
ranges yields the probing-system location value (P, rg or P, 1). In addition, a least-squares sphere fit using all 
125 points is examined for the form and size errors of indication. This analysis yields the multi-stylus size error 
(Pgrg Or Psr) and multi-stylus form error (Perg or Pe). 


Since the results of these tests are highly dependent on the probe-tip-offset length, a series of tip offset 
lengths is considered (see Figures 7 and 8), all measured from the centre of rotation of the articulation system. 
Only those lengths the CMM manufacturer specifies as applicable to the articulating probing system shall be 
eligible for test. 


Articulating probing system MPE(PFTE) MPE(PSTE) MPL(PLTE) 
probe- mm length um um um 


[amm [EE 


la = 100 mm 


la = 400 mm 


Figure 7 — Sample articulating probing-system specification sheet for empirical qualification 


Articulating probing-system 
probe- cars offset length sel ui i 


ENECCCINNN NENNEN E ERN 


Figure 8 — Sample articulating probing-system specification sheet for inferred qualification 


Only those probe-tip-offset lengths applicable to the CMM under consideration should be assigned MPE and 
MPL values in Figures 7 and 8; non-applicable entries may remain blank. 


6.4.2 Measuring equipment 


The material standard of size, i.e. the test sphere, shall have a diameter not less than 10 mm and not greater 
than 50 mm. The test sphere shall be calibrated for size and form. 


It is recommended that the form error of the test sphere does not exceed 20 % of Pete mpe OF Per mpe» aS 
relevant. 


The reference sphere supplied with the CMM for probing-system qualification purposes shall not be used for 
this test. 


6.4.3 Procedure 


6.4.3.1 Attach a short (unless otherwise specified, 20 mm), straight stylus to the probe, then attach them 
to the articulating probing system with a suitable probe-extension component. The applicable values of probe- 
tip-offset length, /4,, shall be specified by the CMM manufacturer, and shall be chosen from the following 
values: 50 mm, 100 mm, 200 mm and 400 mm (see Figures 7 and 8). Only one of the offset lengths specified 
by the CMM manufacturer as applicable to the probing system shall be chosen by the user and tested. The 
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stylus and probe-extension components shall be those approved for use with the CMM probing system, 
unless otherwise specified. 


However, it is recognized that the exact probe extension lengths required for the test procedures may not be 
available, and therefore, a probe-tip-offset length variation of 6 mm or 10 % from the nominal value, whichever 
is greater, is permitted. 


6.4.3.2 When testing for Pete, mpe» Pste, mpe 8nd Pj yg. yp, is required, qualify the probing system in 
each of five angular positions in accordance with the CMM manufacturer's normal operating procedures. The 
five angular positions shall consist of one stylus parallel to the axis of the probe and four styli in a plane 
perpendicular to the axis, each oriented 90? with respect to those adjacent to it. 


On some CMM configurations (e.g. on some horizontal-arm CMMs), some of the above five angular positions 
may be unattainable or impractical. In such cases, the specified pattern of angular positions should be rotated 
by + 90° about either the X or Y axis, as appropriate to the CMM configuration. 


On dual ram CMMs, three of the angular positions should be qualified using one ram, and two of the angular 
positions using the other ram, all in duplex operating mode (see ISO 10360-2:2009). 


6.4.3.3 When testing for Per, mpe: Psti, mpe 8nd P, y, yp, IS required, then the qualification of the probing 
System shall be executed in accordance with the CMM manufacturer's normal operating procedure for inferred 
qualification. The user shall then choose any five widely spaced angular positions of the articulating probing 
System for this test. 


The user is advised to choose angular test positions for inferred qualification which are remote both from 
those which were used to qualify the articulating system (if known) and from those which were used to qualify 
the probing system under test. 


On dual ram CMMs, three of the angular positions should be qualified using one ram, and two of the angular 
positions using the other ram, all in duplex operating mode (see ISO 10360-2:2009). 


6.4.3.4 One location of the test sphere shall be chosen by the user anywhere in the measuring volume. 
To avoid interference between the probing system and the reference sphere, the reference sphere may be 
removed from the table during the test. 


The test sphere should be mounted rigidly to minimize errors due to bending. 
The location of the test sphere can significantly affect the results. See Annex C for further information. 


6.4.3.5 Measure the test sphere using 25 points measured in each angular position, for a total of 
125 points. 


The points shall be approximately evenly distributed over at least a hemisphere of the test sphere. Their 
position shall be at the discretion of the user. The recommended point-sampling strategy is the same as for 
the single-stylus test (see 6.2). 


When the support stalk for the test sphere is located on the vertical centre line and a horizontal stylus is used, 
then access should be optimized by orienting the probing pattern so that each of the eight points on the 
equator is at 22,5? to a CMM axis and the four points in the adjacent plane are at 45? to the Z axis. This is 
illustrated in Figure 2, if the lower view is considered to be an elevation. 


However, if the test sphere is small relative to its support stalk diameter and/or the stylus tip diameter, so that 
the eight points on the equator cannot be equispaced at 45? over an arc of 315°, then it is recommended that 
the eight points are equispaced over the available arc. 


At least one articulation shall be made after qualification and before measuring the test sphere, for each of the 
five angular positions. 
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If a stylus or probe changing system is supplied with the CMM, all five angular positions of the chosen 
probing-system assembly (6.4.3.1) shall be qualified, and the stylus or probe returned to the rack, before 
running this test. Five changes shall be performed during the test, the stylus or probe being returned to the 
rack after measuring the test sphere in each angular position. 


NOTE If the probing-system assembly and one of the angular positions are both identical to those chosen for the 
single-stylus probing test (6.2), there is no need to make the same measurements twice at that angular position. 


6.4.4 Data analysis 


6.4.4.1 Associate a least-squares sphere fit with each group of 25 points taken at an angular position, for 
a total of five sphere fits. Calculate the range of the centre coordinates (X, Y and Z) of all five spheres. The 
largest of these three ranges yields the probing-system location value, P, rg or P, 5, as relevant. 


6.4.4.2 Associate a least-squares sphere fit with all 125 points taken with all five angular positions. 
Record the absolute value of the deviation of the sphere-fit diameter from the calibrated value of the material 
standard of size to give the multi-stylus size error Perg or Ps, as relevant. Similarly, record the range of radii 
of the 125 points with respect to the least-squares sphere centre, i.e. Rmax — Rmin: the apparent sphere form. 
The absolute value of this difference is the multi-stylus form error, Perg or Pez), as relevant. 


;NOTE Although just one physical stylus tip is used in these tests, the effective diameter of that tip may not be 
“identical in all five angular positions. If the CMM software does not correctly handle multiple tip diameters when measuring 
‘a single feature, then these five different effective tip diameters may cause increased Pere and Perg, or Pory and Pez, 
‘error values. 


7 Compliance with specification 


7.1 Acceptance tests 


The single-stylus probing performance is verified if the measured single-stylus form error, PET, is not greater 
than the relevant maximum permissible single-stylus form error, Petu, mpe» as specified by the manufacturer 
and taking into account the uncertainty of measurement according to ISO 14253-1. 


When relevant, the multi-stylus probing performance is verified if 


— the measured multi-stylus form error, Pez, is not greater than the relevant maximum permissible multi- 
stylus form error, Pet; mpe» as specified by the manufacturer and taking into account the uncertainty of 
measurement according to ISO 14253-1; 


— the measured multi-stylus size error, Psy; is not greater than the relevant maximum permissible multi- 
stylus size error, Psr; mpe» as specified by the manufacturer and taking into account the uncertainty of 
measurement according to ISO 14253-1; 


— the measured probing-system location value, Pity is not greater than the relevant maximum permissible 
probing-system location limit, P, 1; mp: as specified by the manufacturer and taking into account the 
uncertainty of measurement according to ISO 14253-1. 


NOTE Evaluation of test uncertainty is discussed in ISO/TS 23165. 


If the performance is not verified by all the relevant tests, all probing equipment shall be thoroughly checked 
for dust, dirt or any operator-induced faults in stylus-system assembly that could be influencing the 
measurement result, including the critical issue of ensuring that all probing-system components are in thermal 
equilibrium. Any faults shall be corrected and the relevant test repeated once only, starting from 
probing-system qualification and using the same target contact points. 
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T.2 Reverification tests 


The single-stylus probing performance is verified if the measured single-stylus form error, Pty, is not greater 
than the relevant maximum permissible single-stylus form error, Peru, mpe: as specified by the user and taking 
into account the uncertainty of measurement according to ISO 14253-1. 


When relevant, the multi-stylus probing performance is verified if 


— the measured multi-stylus form error, Pet; is not greater than the relevant maximum permissible multi- 
stylus form error, Pry; mpe as specified by the user and taking into account the uncertainty of 
measurement according to ISO 14253-1; 


— the measured multi-stylus size error, Psy; is not greater than the relevant maximum permissible multi- 
stylus size error, Psy; wpe, as specified by the user and taking into account the uncertainty of 
measurement according to ISO 14253-1; 


— the measured probing-system location value, Pit is not greater than the relevant maximum permissible 
probing-system location limit, Pj 1; yp, , as specified by the user and taking into account the uncertainty of 
measurement according to ISO 14253-1. 


If the performance is not verified by all the relevant tests, all probing equipment shall be thoroughly checked 
for dust, dirt or any operator-induced faults in stylus-system assembly that could be influencing the 
measurement result, including the critical issue of ensuring that all probing-system components are in thermal 
equilibrium. Any faults shall be corrected and the relevant test repeated once only, starting from 
probing-system qualification and using the same target contact points. 


8 Applications 


8.1 Acceptance tests 


In a contractual situation between a supplier and a customer such as that described in a purchasing, 
maintenance, repair, renovation or upgrade contract, the acceptance tests described in this part of ISO 10360 
may be used to verify the single-stylus probing performance, and (when relevant) the multi-stylus CMM 
System performance, in accordance with the specified maximum permissible errors and limits agreed on by 
the supplier and the customer. 


8.2 Reverification tests 


The reverification tests given in this part of ISO 10360 can be used in an organization's internal quality 
assurance system for verification of the single-stylus probing performance and (when relevant) the multi-stylus 
CMM system performance, in accordance with the specified appropriate maximum permissible errors and 
limits as stated by the user with all possible and detailed limitations applied. 


8.3 Interim checks 


In an organization's internal quality assurance system, reduced reverification tests can be used periodically to 
demonstrate the probability that the CMM conforms to the requirements for maximum permissible errors and 
limits specified in 7.2. 


The extent of the interim checks for multi-stylus systems specified in this part of ISO 10360 may be reduced in 
respect of the number of actual measuring points being assessed. 


It is recommended that the probing system be checked regularly, and after any incident which could have 
significantly affected the probing performance. 
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9 Indication in product documentation and data sheets 


The alternative corresponding indications given in Table 2 are allowed for use in product documentation, 
drawings, data sheets, etc. Many of the alternatives reduce the amount of small text in subscripts for improved 
visibility and clarity. 


Table 2 — Symbols and corresponding indications 


Symbol Corres- 
Description used in this | ponding 
document | indication 


Positive constant, expressed in micrometres and supplied by the manufacturer 


Distance in 3D between the centres of the reference sphere and the test sphere, in 
millimetres 


Maximum permissible limit, Per; mpe, in micrometres, as stated by the manufacturer 


Gaussian radial distance 
Fixed multi-stylus probing-system stylus length 


Dimensionless positive constant supplied by the manufacturer 
B B 


Centre coordinates X,Y,Z X,Y,Z 
Multi-stylus form error, Prt; 
Multi-stylus size error, Psr; 
Ps 
PL 
PL 
Fi 
Ps 


Lm [orm] 
ECCE TN 
LA [omn] 
Aw [omm] 

Lam | em 
Single-stylus form error 
Single-stylus size error | Psu | PSTU | 
Maximum permissible multi-stylus form error, Pet; MPE 


Multi-stylus location error, P, y; 
Pir 


TN 
E 

TI 
M 
N 

TU 
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Table 2 (continued) 


Symbol Corres- 
Description used in this | ponding 
document | indication 


MPE(PSTE) 

P MPE(PSTI 

Maximum permissible multi-stylus size error, Psr; MPE ) 
MPE(PSTM) 


Maximum permissible limit of the multi-stylus location value, P, y; MPL 
| 
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Annex A 
(informative) 


Symbols and subscripts 


A.1 Characters listed in position order 


Four characters are associated with each MPE, MPL, error and limit value. They are referenced below by their 
positions, 1 to 4, e.g. error value 1554 or MPE/MPL value 1554 mpe OF 1534 MPL 


where the 
Character at position 1 indicates the scope of the errors: 
P: associated with the Probing system 
Character at position 2 indicates the type of measuring error: 
F: apparent Form error 
L: apparent Location error 
S: apparent Size error 
Character at position 3 indicates the type of probe used: 
T: contacting (i.e. Tactile) probing 
Character at position 4 indicates the type of multiple probing system used: 
E: articulating system using Empirical qualification 
I: articulating system using Inferred qualification 
j: any one of E, |, M or N (whichever is relevant) 
M: multiple fixed styli (star) 
N: multiple (i.e. Numerous) fixed probes 
or, for the single-stylus probing test: 
U: single (i.e. Unique) stylus 


EXAMPLE PeTM, MPE is the maximum permitted form error when a contacting fixed "star" stylus is used. 
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Annex B 
(informative) 


Checking the probing system prior to the ISO 10360-2 test 


B.1 ISO 10360-2:2009, 6.3.1 recommends that the tests in this part of ISO 10360 be run prior to beginning 
the extensive testing described in ISO 10360-2, to quickly ensure that the probing system is operating within 
specifications. 


B.2 After running 5.2, check that Pr, is within specification. 


B.3 Using the size of the computed Gaussian associated sphere from 6.2.5.1, find the deviation of the 
sphere fit diameter from the calibrated value of the material standard of size to give the single-stylus size error, 


Psru- 


B.4 If the value of Par is not adequately small relative to Eg mpe and EL, mpe check the probe system 
performance and qualification procedure. 


B.5 Repeat 5.2, B.2 and B.3 as necessary until a satisfactory result is obtained, before starting the 
ISO 10360-2 tests. 


B.6 There is no separate specified maximum permitted error for Ps, because it is included in Eg and £,. 
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Annex C 
(informative) 


Interpretation of multi-stylus test results 


C.1 Comparison of the multi-stylus test results with Zp and £j 


In ISO 10360-2, each length measurement is made with a single stylus in a single orientation. Therefore, the 
net distance moved by the CMM in making each measurement is similar to the length measured. 
Consequently, the length measuring errors found, Eg and £j, are typically a function of the measured length, 
with shorter lengths usually experiencing smaller errors. However, in this part of ISO 10360, most of the 
measurements are made by CMMs with multiple styli. When multiple styli are used on a workpiece, the net 
distance moved by the CMM when measuring a short length is not necessarily small, see Figure C.1. 


a CMM travel distance. 


b Measured length. 


Figure C.1 — Example of measurement where the measured length 
is small compared to the CMM travel distance 


Therefore, the measuring errors when using multiple styli are not necessarily within the limits defined for Ep 
and £, for the measured length. Closely adjacent features which are measured with different styli may have 
large errors between them. Also, multiple styli tend to be associated with significant lengths of probe-tip-offset 
length. These offset lengths may increase the measuring errors, as may be seen by comparing Ey and £. 


C.2 Influence of the distance Lp between reference sphere and testing sphere 


Due to the geometry errors (including imperfect error compensation) of the CMM, the distance between 
reference and test sphere can strongly influence the test result. When this distance is small, many CMM 
errors are corrected/compensated by the qualification procedure and hence the probing-system performance 
may become dominant. When this distance is large, the geometry errors may become dominant. 


Both tests are relevant to workpiece measurement. 


The specifications for a small distance Lp represent the performance of the system when measuring small 
features close to the location of the reference sphere. 
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The specifications for a large distance Lp represent the performance of the system when measuring small 
features remote from the location of the reference sphere. 


In addition, the test results with small distances may also be the preferred test to compare the multi-stylus 
probing performance of different probing systems on a CMM, since it is not dominated by the geometry errors 
of the CMM. 
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Annex D 
(normative) 


Maximum permissible error/limit figures 


a Ls 


Figure D.1 — Maximum permissible error, P+ ype 


*A 


P. MPE 
5 
d 


Figure D.2 — Maximum permissible error, P+ MpE 


+B 


P., MPE 


Lp 


Figure D.3 — Maximum permissible error, P+ MpE 


NOTE 1 Figures for MPLs are identical to the figures shown for MPEs. 


NOTE2 Some MPEs and MPLs are positive only (e.g. for form and location). 
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Annex E 
(informative) 


Relation to the GPS matrix model 


E.1 General 


For full details about the GPS matrix model, see ISO/TR 14638. 


E.2 Information about this part of ISO 10360 and its use 


This part of ISO 10360 specifies the verification methods for proving conformance of coordinate measuring 
machines with the specified MPEs. The tests given in this part of ISO 10360 are 


— _ applicable to CMMs using contacting probing systems, and 
— performed in addition to the length measuring tests given in ISO 10360-2. 
When relevant, they are 


a): applicable to CMMs capable of using multiple styli, multiple probes, or multiple articulated probe positions, 
: and are 


b) designed to provide information about the ability of a CMM to measure a feature or features using 
multiple styli, probes, or articulated probe positions. 


E.3 Position in the GPS matrix model 


This part of ISO 10360 is a general GPS standard, which influences chain link 5 of the chains of standards on 
size, distance, radius, angle, form, orientation, location, run-out and datums in the general GPS matrix, as 
graphically illustrated in Figure E.1. 
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Global GPS standards 


[Chain link number — — — — — |1,2]|3 [4 [5 6 | 
Size KY 


Distance TT 
Radius XT 
Angie P nd e 


Form of line independent of datum 


Form of line dependent on datum IEEE: 


icr Form of surface independent of datum | | | | [x] | 
Standards Form of surface dependent on datum | | | | [X] | 


[Orientation KT 
Location TY 
[Circular run-out TT [ | [X] | 
[Total run-out —  — 0 0 | | [| | [X] | 


[Datums ——— 0 0 0 | | | | |X| | 
[Roughness profile — — — — — — | | | | [| | | 


Waviness profile 

Primary profile 

[Surface imperfections — — — — | | | | | | - 
[gae o —— — — IES 


Figure E.1 — Position in the GPS matrix model 


E.4 Related standards 


The related standards are those of the chains of standards indicated in Figure E.1. 
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